
ASBESTOS DUST ANALYSIS
By: TRANSMISSION ELECTRON MICROSCOPY

CEI Lab Code: T14-1193
Date Received: 06-09-14
Date Analyzed: 06-10-14
Date Reported: 06-11-14

Client ID
Lab ID

Area
Sampled

(cm2)

TEM DUST MICROVAC (ASTM D5755-09)

Client: SAQ Environmental Engineers, Inc.
PO Box 155
Manati, PR 00674

Project:  HOMECA

Area
Analyzed

(mm2)
Filtration

Factor

Analytical
Sensitivity

(s/cm2)
# of

Structures
Asbestos

Type
Concentration

(s/cm2)

T26420

HOM-MV-
Blank-01

0.096 1,0000 None
Detected

100 10 <1,000

T26421

HOM-MV-
RM28-02

0.096 1,0000 None
Detected

100 10 <1,000

T26422

HOM-MV-
RM28-03

0.096 1,0000 None
Detected

100 10 <1,000

T26423

HOM-MV-
RM28-04

0.096 1,0000 None
Detected

100 10 <1,000

T26424

HOM-MV-
RM29-05

0.096 1,0000 None
Detected

100 10 <1,000

T26425

HOM-MV-
RM29-06

0.096 1,0000 None
Detected

100 10 <1,000

T26426

HOM-MV-
RM29-07

0.096 1,0000 None
Detected

100 10 <1,000
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This report may not be reproduced, except in full, without written approval by CEI LABS. CEI LABS
makes no warranty representation regarding the accuracy of client submitted information in preparing
and presenting analytical results.

ANALYST: APPROVED BY:
Tianbao Bai, Ph.D.
Laboratory Director

Rachael Polmanteer
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